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Abstract: This work presents a spectral color-imaging procedure for the detailed colorimetric study
of real artworks under arbitrary illuminants. The results demonstrate this approach to be a powerful
tool for art and heritage professionals when deciding which illumination to use in museums, or
which conservation or restoration techniques best maintain the color appearance of the original piece
under any illuminant. Spectral imaging technology overcomes the limitations of common area-based
point-measurement devices such as spectrophotometers, allowing a local study either pixelwise or
by selected areas. To our knowledge, this is the first study available that uses the proposed CIE
(Commission Internationale de l’Éclairage) light-emitting diode (LED) illuminants in the context
of art and heritage science, comparing them with the three main CIE illuminants A, D50, and D65.
For this, the corresponding colors under D65 have been calculated using a chromatic adaptation
transform analogous to the one in CIECAM02. For the sample studied, the CIE LED illuminants with
the lowest average CIEDE2000 color differences from the standard CIE illuminants are LED-V1 for
A and LED-V2 for D50 and D65, with 1.23, 1.07, and 1.57 units, respectively. The work studied is
a Moorish epigraphic frieze of plasterwork with a tiled skirting from the Nasrid period (12th–15th
centuries) exhibited in the Museum of the Alhambra (Granada, Spain).
Keywords: spectral imaging; colorimetry; hyperspectral line scanner; CIE illuminants; CIEDE2000
1. Introduction
Spectral imaging has become a state-of-the-art tool in many fields of research [1]. New portable
and fast imaging devices, together with powerful computers, enable researchers to retrieve valuable
information from spectral images. Within the field of spectral imaging, applications related to art and
cultural heritage are increasingly taking advantage of this promising technology [2–4].
With spectral information, scientists can develop many different applications where color can be
handled without constraints regarding the selection of a fixed illuminant or a given spectral sensitivity
of the imaging system. In this regard, new solid-state lighting products are rapidly filling the lighting
market. In particular, white light-emitting diode (LED) sources are replacing banned incandescent
lamps and other lighting technologies in most general lighting applications because of their high
efficiency at a low cost. However, the spectral power distributions (SPDs) of white LEDs differ markedly
from those of conventional light sources. This fact raises questions concerning possible modifications of
color appearance of specific objects such as human skin. Such matters can be addressed by comparing
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color rendition properties of modern white LEDs with those of lamp types that LEDs are intended to
replace [5,6].
LEDs are nowadays the first choice when dealing with art-related applications because their
spectral characteristics allow the visible illumination of art and heritage works without radiating them
with harmful UV or IR light. This was studied by Luo et al. [7] for the specific case of photographic
material displayed in museums, though the same problems can be found for artworks such as paintings
or ceramics. Several authors have studied LED illumination for museums in terms of its color
appearance. However, as pointed out in a study by Garside et al. [8], although illumination is a key
factor in museum management, there is a lack of either standardization or sharing of best practices.
This leads to a great variability in the illumination selection process.
In a study by Berns [9], the possibility of using white LED illumination composed of RGB (Red,
Green, Blue) LED combinations for museum lighting was analyzed, adapting some chosen primaries
to match D65 chromaticity over 24 reflectance samples. Soltic and Chalmers [10] used 14 color samples
and mixed LED spectra to create white LED illumination that minimized CIEDE2000 color differences
compared to CIE (Commission Internationale de l’Éclairage) standard illuminants A and D65, and
CIE illuminant D50. Amano, Linhares, and Nascimento [11] made use of spectral imaging using a
liquid crystal tunable filter (LCTF) attached to a monochrome camera, to study the color constancy of
postcards reproducing real works of art under different illuminants (including LEDs). They studied
the spectral and color differences, as well as color constancy in pseudo-randomly selected local areas
of skin and non-skin regions.
Several works have also reported the results of psychophysical experiments investigating how
illuminance levels and correlated color temperatures (CCT) of the illumination affect observer
preferences, especially for museum lighting [12–15].
The present study used the hyperspectral image capturing and processing techniques presented
by Martínez et al. [2], but rather than colorimetrically studying a particular piece of art, we aimed
to use hyperspectral imaging technology in order to present a complete approach for the pixelwise
quantitative and graphic analysis of the final color appearance of art or heritage works displayed
under a selected illuminant. We considered for this study only one nearly flat art piece, though the
whole workflow presented here can be used for similar pieces. In addition, as far as our knowledge
goes, this is the first study available in which CIE LED illuminants [16] are studied and compared
with classical CIE illuminants such as A, D50, and D65, within the context of cultural heritage. The
methods and results presented in this manuscript are not intended for setting a standard in museum
lighting. Nevertheless, we feel they can be useful to professionals working in art and cultural-heritage
science [8], who usually use point-measurement-based devices such as spectrophotometers [17]. The
broad potential of these results opens the possibility of a more thorough study of the colorimetric
characteristics of pieces of art under arbitrary illuminants.
2. Materials and Methods
2.1. The Art Piece
The work studied consists of a portion of a Moorish epigraphic frieze of plasterwork and a tile
skirting panel from the Nasrid period (Nasrid Kingdom of Granada, 1238–1492) and later Moorish
additions (14th–16th centuries). It is on permanent display in the Museum of the Alhambra (Palace of
Carlos V of the Alhambra, Granada, Spain), with inventory number R-1612. From a larger wall section
measuring 152.5 cm high and 128.5 cm wide, the portion analyzed in this study measures 40 cm × 60 cm.
Its original location was presumably the southern hall of Comares Palace (Hall of the Myrtles) [18,19].
Thus, it was most likely that its original illumination was mainly indoor illumination. This artwork
was chosen for being representative of both plasterwork and tiling from the Islamic tradition.
The plaster frieze at the top of the panel bears epigraphic decoration in Nasrid calligraphy and
is framed in the upper and lower parts by a double interlocking motif [20]. Below the frieze is a
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polychrome tile skirting made by the tiling technique called zellige, which consists of glazed tiles
composed of pieces (tesserae) of varying complexity [21]. In this case, the decorative geometric design
is formed by thick black, blue, green, and yellow curvilinear lines interlocking to form repeating
designs over a white background. Figure 1 shows the complete piece, as well as the illumination and
capturing system used in this study (described in Section 2.3.1.).
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Figure 1. Full piece studied shown in situ with the illumination and image-capturing system.
Although no specific materials analysis on the plaster frieze are available at the moment, it is
possible to make an approximation of its composition taking as reference the analysis of other or
similar plasterwork. The samples analyzed in a plasterwork from the Hall of the Mexuar (Mexuar
Palace, Alhambra de Granada), examined by polarized light microscopy (PLM) and scanning electron
microscopy-energy dispersive X-ray (SEM-EDX) show two white layers divided by an intermediate
reddish-orange layer. The white layers are made of gypsum (hydrated calcium sulphate, –CaSO4.
2H2O–) as the main component, in addition to calcium carbonate (CaCO3), clays, and iron oxides.
In the reddish-orange layer, silicon, aluminum, potassium, iron, calcium, and sulfur were identified,
which suggests the presence of iron clays, gypsum, and calcite [22].
In the same way, no chemical analyses on the panel of tiles are available. However, we made
colorimetric and chemical analyses on tilework from the Courtyard of the Maidens of the Real Alcázar
of Seville [23–25], whose tiles were also made by Nasrid crafters, much like the Alhambra ones. The
referred analyses by scanning electron microscopy-energy dispersive X-ray (SEM-EDX) confirm the
presence of lead-based glazes with different metal elements that make oxides. These are the main
chemical elements identified that add color to the glazes: copper (green), manganese (black), tin
(white), cobalt (blue), and iron (yellow-orange). Silicon always appears as a vitrifier and lead as a flux.
2.2. Illuminants
The nine LED illuminants recently recommended by CIE [16] represent current typical white LED
lamp spectra. They were determined from experimental measurements of spectral power distributions
of 1298 white LED sources available in the market [26]. Table 1 shows the main colorimetric data
of the nine CIE LED illuminants: CIE x, y chromaticity coordinates, correlated color temperature
(CCT), distance to the Planckian locus in the u, v diagram (∆uv), CIE general color rendering index
(Ra) [27], and CIE 2017 color fidelity index (Rf) [28]. The positive/negative signs in ∆uv indicate that
the illuminant is positioned above/below the Planckian locus in the u, v diagram. The values of Ra and
Rf are in the range of 0–100. The CIE illuminants B1 to B5 represent typical phosphor-converted blue
LEDs at different CCTs, which are the most commonly used. The CIE illuminant BH1 is representative
for white LEDs that consist of a mixing of phosphor-converted blue LED and red LED (also called
a blue-hybrid LED). The CIE illuminant RGB1 represents typical spectral shapes for mixing of red,
green, and blue LEDs. Finally, the CIE illuminants V1 and V2 represent typical spectral shapes for
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phosphor-converted violet LEDs at two different CCTs. Currently, LED white sources similar to RGB1,
V1, and V2 are not commonly used [26].
In addition to the above-mentioned CIE LED illuminants, three classical CIE illuminants were also
studied. Specifically, the nine CIE LED illuminants were compared against the CIE standard illuminants
A and D65, which are considered representative of indoor and outdoor lighting, respectively. In addition,
the CIE illuminant D50 was also considered here because currently CIE Technical Committee 2-82 is
preparing a revision of CIE S 014-2, which will include CIE illuminant D50 as a new CIE standard
illuminant [16]. The approximate CCTs of CIE illuminants A, D65, and D50 are 2856 K, 6500 K, and
5000 K, respectively. The normalized spectral power distributions (SPDs) of the 12 illuminants studied
are plotted in Figure 2. The normalization applied is such that the tristimulus value Y equals 100 for
each illuminant.
Table 1. The main colorimetric data of nine light-emitting diode (LED) illuminants recommended by
the CIE [16].
CIE LED B1 B2 B3 B4 B5 BH1 RGB1 V1 V2
x 0.4560 0.4357 0.3756 0.3422 0.3118 0.4474 0.4557 0.4548 0.3781
y 0.4078 0.4012 0.3723 0.3502 0.3236 0.4066 0.4211 0.4044 0.3775
CCT (K) 2733 2998 4103 5109 6598 2851 2840 2724 4070
∆uv (× 103) −0.7 −1.0 −0.7 +0.5 +0.9 −0.3 +4.3 −1.9 +1.0
Ra 82 83 85 77 80 92 57 95 96
Rf 84 84 85 77 79 85 71 87 94
2.3. Workflow
This section is divided into five subsections, each explaining one stage of the overall capturing
and processing workflow. A scheme of this workflow is shown in Figure 3.
2.3.1. Spectral Image Capture and Post-Processing
The spectral images represented below were captured using a hyperspectral image scanner model
Resonon Pika L. The linear sensor size was 900 pixels. The operating wavelength range was from 380
to 1080 nm. The spectral resolution after applying hardware binning was 4.1 nm. Since this study
focuses on color differences, only the range from 380 to 780 nm was used.
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The light sources used to illuminate the sample were two 36 W Cromalite Nanguan CN-600CSA
LED (Nanguang Photo&Video Systems Co., Ltd, Shantou, China) panels, which were placed on sturdy
tripods at the left and right sides of the sample, and a 500 W halogen lamp. The exposure time used
was 28 ms, and the ISO gain was set to 1. This means that each scanned line was exposed for 28 ms.
Since the final image was 1160 lines wide, the total capturing time was roughly 32 s. This was enough
for the illuminance impinging on the piece, which was 720 lux at the center of the piece.
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color space of the color image under the CIE standard illuminant D65, using true color for the dots. 
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Figure 3. orkflow scheme from the spectral image capture for the analysis of final color-difference
results. The small figures in each step are just meant for illustrating them.
To correct the sensor spectral responses of the imaging system and the spectrally and spatially
non-uniform illumination (i.e. the so-called “flat-field correction” explained in [29] and used in [2]),
we captured two extra images using exactly the same settings used to capture the image of the sample.
These extra images are called the black and gray images. Figure 4 shows the sRGB rendering of
the original spectral images captured for the sample and the flat-field uniform gray sample. Also,
Figure 4 depicts the heatmap of the illumination over the flat-field sample, and the sRGB rendering
of the final flat-filed-corrected image. Note that the corrected image shows only those regions of the
uncorrected image covered by the flat-field sample. Hence, the studied corrected image was completely
flat-field corrected. It is evident from an examination of the illumination heatmap (where red/blue
colors indicate areas with the highest/lowest illuminances), that the illumination over the sample is not
spatially uniform (nor is it spectrally uniform). Hence, flat-field correction becomes necessary to gain a
realistic and useful spectral reflectance image.
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2.3.2. Color Calculation
After computing the spectral reflectance image (last plot in Figure 3), we calculated the XYZ
tristimulus values for each pixel using the CIE 1931 standard observer and the 12 different illuminants
explained in Section 2.2. From XYZ tristimulus values, the transformations to different color spaces
are straightforward. CIE L*, a*, b* images were calculated, as were sRGB images. As an example of
the results found, Figure 5 shows the three two-dimensional projections in the L*, a*, b* color space
of the color image under the CIE standard illuminant D65, using true color for the dots. Sometimes
researchers compare these kinds of plots for two different illuminants, seeking information on the
perceptual changes in the appearance of a given sample under two illuminants. However, this practice
requires the origin of coordinates for any of these plots under two different illuminants to be the same,
and therefore we must use the technique of “corresponding colors” described in the following section
to plot in CIELAB the results for two different illuminants.
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th accuracies of both CATs is out of the scope of this article. H nce, in this study, the most recent
CAT16 model was considered.
2.3.4. Color-Difference Calculations
When the same object color is studied under two different illuminants, a color-difference formula
like CIELAB or CIEDE2000 annot be u ed since there are two diff rent reference whites, ne for each
illu in nt. After the calculation of the corresponding colors unde D65, ther is only one r ference
white point and hence the CIEDE2000 color differences (∆E00) [33] can be computed. We calculated
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them pixelwise in order to compare how much the final color of the sample changed when using the
nine CIE LED illuminants compared to the classical CIE illuminants (A, D50, and D65). Then, each
LED illuminant was compared against A, D50, and D65. This color-difference formula was chosen
because it is the latest recommendation made by CIE and ISO as a standard [34]. In fact, CIEDE2000
was initially recommended for a set of “reference conditions” (e.g., uniform samples with CIELAB
color differences below 5.0 units) which are different from the current ones. However, different authors
have employed the CIEDE2000 color-difference formula under many different viewing conditions,
including complex images as test samples [35–37].
2.3.5. Masking
To perform a more detailed analysis of the sample, we also studied the CIEDE2000 color differences
separately by colors. The sample studied in this work has six main colors, denoted as black, blue, green,
plaster, white, and yellow. To separate them, we manually segmented binary masks, as indicated in
Figure 6, in order to extract the color difference information only from the desired color in each case
(white areas), disregarding the rest (black areas). The top plaster region was an area (plaster). For the
ceramic tiles’ region, despite some variability among different tiles, in the current piece it was easy to
make the segmentation into the five different colors by visual inspection (mainly hue inspection).
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Figure 6. Binary masks used to determine the CIEDE2000 color differences from different color regions.
3. Results
This section is divided into two subsections. First, the sRGB renderings are plotted for visual
co parisons of color appearance under the nine CIE LED illuminants and the three main CIE
il u ts ( , D50, and D65), considering their corresponding CCTs. Then, the CIEDE2000 color
differ re presented in two different formats for e ch pair of illumi ants and for each color of
the sa ple.
3.1. isual Comparisons of Color Appearance and Related CCTs
Figure 7 shows the sRGB images rendered using the 12 different illuminants. This simulation is
a powerful tool for art and heritage professionals when deciding the illumination to be used over a
specific piece in a museum. In this way, the final color appearance of the sample under the different
illuminants can be viewed before the illuminant is finally chosen.
At a glance, the reddish appearance of the piece can be appreciated under five of the LED
illuminants: B1, B2, BH1, RGB1, and V1. These illuminants ave CCTs below 3000 K. Hence, they
look closer to the appear ce under CIE standard illuminant A. Then, the LED illuminants B3, B4,
and V2, which have CCTs ranging from roughly 4000 K to 5000 K, resemble the CIE illuminant D50.
Furthermore, the LED illuminant B5, with a CCT of 6598 K, takes on a color appearance similar to that
of CIE standard illuminant D65. In any case, as will be shown below, for images under two different
illuminants, the minimum difference in their CCTs is not always equivalent to the minimum average
color difference in CIEDE2000 units. Specifically, for the main CIE illuminants A, D50, and D65, the CIE
LED illuminants with the lowest average CIEDE2000 color differences are V1 and V2 (see Section 3.2),
while the ones with the lowest CCT differences are BH1, B4, and B5, respectively.
In addi ion, a cl se examination of the plots sh wn in Figure 8 reveal eve l diff ences for
images under il uminants with v ry im lar CCTs. T is is not surprising because CCT is only a rough
approach to the color of a white source (e.g., cool/warm source), while the specific spectral power
Sensors 2019, 19, 5400 8 of 13
distributions of light sources are the essential factors in the determination of the overall appearance of
an image.
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3.2. Color-Difference Analysis
Figure 8 plots the mean spectral reflectances (and their standard deviation) measured for the six
different colors studied. Using the masks shown in Figure 6, all reflectances under the white pixels of
the mask were averaged for each color. As expected from visual inspection of the images in Figure 7,
plaster was the region with highest standard deviation since the heterogeneity in this not completely
flat region is high.
Figure 9 shows bar plots of the CIEDE2000 color differences calculated for each LED illuminant
and each color of the sample against illuminants A (top row), D50 (second row), and D65 (third row).
The bottom row in Figure 9 shows the average color differences for all the colors of the sample.
Figure 9 shows that different CIE LED illuminants would be selected depending on which of the
CIE illuminants A, D50, and D65 we wish to match. For the sample studied, using the criterion of the
minimum average CIEDE2000 color difference, we found that the best CIE LED illuminant to match
standard illuminant A was V1, since it presents the lowest average color difference (1.23 CIEDE2000
units). On the contrary, for matching D50 or D65, we chose V2 in both cases (1.06 and 1.57 CIEDE2000
units, respectively).
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of the sample.
As a reference, in previous studies the visual threshold value to detect average color differences in
images was about 2.0 CIELAB units [38], while the acceptability value for complex images may be
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around twice that [39]. While there is no scale factor to transform from CIELAB into CIEDE2000 units,
for uniform samples, 1.0 CIELAB unit is equivalent to approximately 0.6 of a CIEDE2000 unit [40].
Nonetheless, analyzing the color differences color-wise, we can appreciate differences concerning
the most suitable CIE LED illuminant to choose depending on the color of the sample. For instance, in
an effort to mimic the D65 illuminant (third row), V2 is the CIE LED with the lowest average CIEDE2000
color difference for the whole sample (1.57 CIEDE2000 units) and for individual colors it yields the
best results only for black and plaster (1.92 and 1.47 CIEDE2000 units, respectively). However, for blue,
green, and white, B3 performs best (with 0.94, 1.45, and 1.28 CIEDE2000 units, respectively), whereas
for yellow, BH1 would be the best choice (with 1.52 CIEDE2000 units).
For a more complex piece where the different color areas are not so clearly segmented, this
information is easier to visualize using a color-difference heatmap which indicates the areas of the
image that present higher or lower color differences in comparisons of two illuminants. This is the
case shown in Figure 10, which presents the color-difference heatmaps comparing the illuminant D65
with the best average (V2, left) and worst average (RGB1, right) LED illuminants. Both heatmaps are
equally scaled in order to show the differences between them, using the scale shown in the center of
Figure 10. We see that the heatmap on the left represents weaker color differences (which is darker
and bluer) than the heatmap on the right (which is lighter and yellower). Note that the comparison
in this case is made pixelwise between the image under the illuminant D65 and the image under the
aforementioned CIE LED illuminants.Sensors 2019, 19, x FOR PEER REVIEW 11 of 13 
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Figure 10. CIEDE2000 color-difference heatmaps showing the magnitude of differences between D65
and V2 (left) and between D65 and RGB1 (right), which correspond to the best and worst average D65
matches for our sample, respectively.
A closer examination of the right heatmap indicates that areas with the highest color differences
(CIEDE2000 of approx. 10 units, represented with yellowish colors), correspond to the yellow
areas of the sample, which ar the ones with the stronges color d fference in Figure 9 (third row,
illuminant RGB1).
This methodology provides a powerful tool to visualize the regions of a specific sample, where a
given illuminant proves better or worse at matching the color appearance of an th r illuminant.
4. C nclusions
In this work, we have shown how spectral imaging with a hyperspectral imaging scanner can be
used to represent a spectral reflectance image of an artwork and simulate its colorimetric attributes
pixelwise. This technology enables an exhaustive analysis of the color appearance under a selected
illuminant. The complete workflow is presented and explained, and results are shown with a real
historical work from the Museum of the Alhambra (Granada, Spain).
The sample was studied under nine CIE LED illuminants and compared with the classical CIE
illuminants, A, D50, and D65. These comparisons were made possible using the calculations of the
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corresponding colors with a chromatic adaptation transform analogous to CAT02. The results reveal
that, for the studied sample, in terms of minimum average CIEDE2000 color differences, V1 illuminant
is the best choice for matching the A illuminant, and V2 is the best choice for matching both the D50
and D65 illuminants.
However, even though the CCT of each illuminant was demonstrated to give some information of
the overall appearance of the sample under it in terms of warmer or cooler color appearance, the CIE
LED illuminants with CCTs closest to the main CIE illuminants were not the same with the closest
average CIEDE2000 color differences.
We have also shown how, for the sample studied, even if the above-mentioned CIE LED illuminants
were on average the best choices for matching the A, D50, and D65 illuminants, when the piece was
studied locally using a masking technique, different colors of the sample presented different CIE LED
choices with lowest CIEDE2000 color differences. This information was easily discerned by means of
color-difference heatmaps that show these differences pixelwise.
Author Contributions: Conceptualization, M.M., M.Á.M.-D., and F.J.C.-M.; methodology, M.Á.M.-D. and
M.M.; software, M.Á.M.-D. and M.M.; validation, M.Á.M.-D. and M.M.; formal analysis, M.Á.M.-D. and M.M.;
investigation, F.J.C.-M.; resources, F.J.C.-M., V.J.M., and K.O; writing—original draft preparation, review and
editing, M.Á.M.-D., M.M., and F.C.; supervision, F.J.C.-M. and V.J.M.; project administration, M.M., V.J.M., and
K.O.; funding acquisition, M.M., V.J.M., and K.O.
Funding: This research was supported by the Spanish Ministry of Economy and Competitiveness, under research
project DPI2015-64571-R, the Spanish Ministry of Science, Innovation and Universities, with support from European
Regional Development Fund (ERDF), projects RTI2018-094738-B-I00, FIS2016-80983-P and HAR2015—66139-P,
and Japan Society for the Promotion of Science, KAKENHI grant number 18KK0282.
Acknowledgments: The authors thank Purificación Marinetto Sánchez for discussions on the selected art piece
and facilities to measure it at the Museum of the Alhambra (Granada) and David Nesbitt for technical English
revision of the original manuscript.
Conflicts of Interest: The authors declare no conflicts of interest.
References
1. Dale, L.M.; Thewis, A.; Boudry, C.; Rotar, I.; Dardenne, P.; Baeten, V.; Pierna, J.A.F. Hyperspectral imaging
applications in agriculture and agro-food product quality and safety control: A review. Appl. Spectrosc. 2013,
48, 142–159. [CrossRef]
2. Martínez, M.Á.; Valero, E.M.; Nieves, J.L.; Blanc, R.; Manzano, E.; Vílchez, J.L. Multifocus HDR VIS/NIR
hyperspectral imaging and its application to works of art. Opt. Express 2019, 27, 11323–11338. [CrossRef]
[PubMed]
3. Martínez, M.Á.; Calero, A.I.; Valero, E.M. Colorimetric and spectral data analysis of consolidants used for
preservation of medieval plasterwork. J. Cult. Herit. 2019. [CrossRef]
4. Martínez, M.Á.; Valero, E.M.; Durbán, M.; Espejo, T.; Blanc, R. Spectral information to get beyond color in
the analysis of water-soluble varnish degradation. Herit. Sci. 2019, 7, 875–885. [CrossRef]
5. Jost-Boissard, S.; Avouac, P.; Fontoynont, M. Preferred color rendition of skin under LED sources. LEUKOS
2016, 12, 79–93. [CrossRef]
6. Melgosa, M.; Richard, N.; Fernández-Maloigne, C.; Xiao, K.; de Clermont-Gallerande, H.; Jost-Boissard, S.;
Okajima, K. Colour differences in Caucasian and Oriental women’s faces illuminated by white light-emitting
diode sources. Int. J. Cosmet. Sci. 2018, 40, 244–255. [CrossRef] [PubMed]
7. Luo, H.W.; Chou, C.J.; Chen, H.S.; Luo, M.R. Museum lighting with LEDs: Evaluation of lighting damage to
contemporary photographic materials. Light. Res. Technol. 2019, 51, 417–431. [CrossRef]
8. Garside, D.; Curran, K.; Korenberg, C.; MacDonald, L.; Teunissen, K.; Robson, S. How is museum lighting
selected? An insight into current practice in UK museums. J. Inst. Conserv. 2017, 40, 3–14. [CrossRef]
9. Berns, R.S. Designing white-light LED lighting for the display of art: A feasibility study. Color Res. Appl.
2011, 36, 324–334. [CrossRef]
10. Soltic, S.; Chalmers, A.N. Optimization of multiband white-light illuminants for specified color temperatures.
Adv. OptoElectron. 2015. [CrossRef]
Sensors 2019, 19, 5400 12 of 13
11. Amano, K.; Linhares, J.M.M.; Nascimento, S.M.C. Color constancy of color reproductions in art paintings.
J. Opt. Soc. Am. A 2018, 35, B324–B333. [CrossRef] [PubMed]
12. Chen, H.S.; Chou, C.J.; Luo, H.W.; Luo, M.R. Museum lighting environment: Designing a perception zone
map and emotional response models. Light. Res. Technol. 2016, 48, 589–607. [CrossRef]
13. Zhai, Q.Y.; Luo, M.R.; Liu, X.Y. The impact of illuminance and colour temperature on viewing fine art
paintings under LED lighting. Light. Res. Technol. 2015, 47, 795–809. [CrossRef]
14. Liu, Q.; Huang, Z.; Pointer, M.R.; Luo, M.R.; Xiao, K.; Westland, S. Evaluating colour preference of lighting
with an empty light booth. Light. Res. Technol. 2018, 50, 1249–1256. [CrossRef]
15. Wei, M.; Bao, W.; Huang, H.P. Consideration of light level in specifying light source color rendition. LEUKOS
2018, 16, 1–11. [CrossRef]
16. CIE 015:2018. Colorimetry, 4th ed.; Table 15; CIE Central Bureau: Vienna, Austria, 2018; p. 75. ISBN
978-3-902842-13-8.
17. Bagniuk, J.; Białek-Kostecka, D.; Forczek-Sajdak, A.; Kaszowska, Z.; Skrzelowska, J. Color changes in wall
paintings under the influence of consolidation with synthetic polymers. Color Res. Appl. 2019, 44, 772–782.
[CrossRef]
18. Marinetto Sánchez, P.; de Alicatado, P.; Casamar, M. Arte Islámico en Granada. Propuesta Para un Museo de la
Alhambra; Comares: Granada, Spain, 1995; p. 381.
19. Bermúdez Pareja, J. El gran zócalo del Mexuar de la Alhambra, España entre el Mediterráneo y el Atlántico.
In Proceedings of the XXIII International Congress of Art History, Granada, Spain, 1977; pp. 57–61.
20. Marinetto Sánchez, P. Paño del Mexuar, La Alhambra, Granada. In Al-Andalus. Las Artes Islámicas en España;
Dodds, J.D., Ed.; The Metropolitan Museum of Art: Madrid, Spain; New York, NY, USA, 1992; p. 374.
21. Jones, D.; Michell, G. Panel of Tiles, Mosaic Tiling in Green, Black, Blue and White. In The Arts of Islam
(Exhibition Catalogue), Hayward Gallery; The Arts Council of Great Britain: London, UK, 1976; p. 272.
22. Cardell-Fernández, C.; Navarrete-Aguilera, C. Pigment and Plasterwork Analyses of Nasrid Polychromed
Lacework Stucco in the Alhambra (Granada) Spain. Stud. Conserv. 2006, 51, 161–176. [CrossRef]
23. Melgosa, M.; Collado-Montero, F.J.; Fernández, E.; Medina, V.J. Colorimetric Study of the Tiles in Patio de las
Doncellas of the Real Alcazar of Seville (Spain). Boletín de la Sociedad Española de Cerámica y Vidrio 2015, 54,
109–118. [CrossRef]
24. Collado-Montero, F.J.; Hernández, A.; Fernández, E.; López, O.; Medina, V.J. Exámenes material, colorimétrico
y patológico de los zócalos alicatados del Patio de las Doncellas, Palacio de Pedro I, Real Alcázar de
Sevilla. Metodología y avance de resultados. In Proceedings of the18th International Meeting on Heritage
Conservation, Granada, Spain, 9–11 November 2011; Universidad de Granada: Granada, Spain, 2011;
pp. 38–41.
25. Díaz Navarro, B.; Collado-Montero, F.J. Reproducción de pastas cerámicas y vidriados correspondientes a los
alicatados del Patio de las Doncellas (Real Alcázar de Sevilla) y estudio colorimétrico. In Proceedings of the
18th International Meeting on Heritage Conservation, Granada, Spain, 9–11 November 2011; Universidad de
Granada: Granada, Spain, 2011; pp. 720–723.
26. Jost, S.; Ngo, M.; Ferrero, A.; Poikonen, T.; Pulli, T.; Thorseth, A.; Blattner, P. Determination of illuminants
representing typical white light emitting diodes sources. In Proceedings of the CIE 2017 Midterm Meetings
and Conference on Smarter Lighting for Better Life, Jeju, Korea, 23–25 October 2017; Volume 2017, pp. 427–432.
[CrossRef]
27. CIE 13.3. Method of Measuring and Specifying Colour Rendering Properties of Light Sources; CIE Central Bureau:
Vienna, Austria, 1995.
28. CIE 224:2017. CIE 2017 Colour Fidelity Index for Accurate Scientific Use; CIE Central Bureau: Vienna,
Austria, 2017.
29. Nascimento, S.M.; Ferreira, F.P.; Foster, D.H. Statistics of spatial cone-excitation ratios in natural scenes.
J. Opt. Soc. Am. A 2002, 19, 1484–1490. [CrossRef]
30. Li, C.; Xu, Y.; Wang, Z.; Luo, M.R.; Cui, G.; Melgosa, M.; Brill, M.H.; Pointer, M. Comparing two-step and
one-step chromatic adaptation transforms using the CAT16 model. Color Res. Appl. 2018, 43, 633–642.
[CrossRef]
31. Li, C.J.; Li, Z.Q.; Wang, Z.F.; Xu, Y.; Luo, M.R.; Cui, G.; Melgosa, M.; Brill, M.H.; Pointer, M. Comprehensive
color solutions: CAM16, CAT16, and CAM16-UCS. Color Res. Appl. 2017, 42, 703–718. [CrossRef]
Sensors 2019, 19, 5400 13 of 13
32. CIE 159:2004 (ISBN: 3-901-906-29-0). A Colour Appearance Model for Colour Management Systems: CIECAM02;
CIE Central Bureau: Vienna, Austria, 2004.
33. CIE Publication 142. Improvement to Industrial Colour-Difference Evaluation; CIE Central Bureau: Vienna,
Austria, 2001.
34. ISO/CIE 11664-6:2014 (Formerly CIE S 0146/E:2013). Colorimetry—Part 6: CIEDE2000 Colour-Difference
Formula; CIE Central Bureau: Vienna, Austria, 2014.
35. Johnson, G.M.; Fairchild, M.D. A top down description of S-CIELAB and CIEDE2000. Color Res. Appl. 2003,
28, 425–435. [CrossRef]
36. Hauptmann, M.; Pleschberger, H.; Mai, C.; Follrich, J.; Hansmann, C. The potential of color measurements
with the CIEDE2000 equation in wood science. Eur. J. Wood Prod. 2012, 70, 415–420. [CrossRef]
37. Liu, H.; Huang, M.; Cui, G.; Luo, M.R.; Melgosa, M. Color-difference evaluation for digital images using a
categorical judgment method. J. Opt. Soc. Am. B 2013, 30, 616–626. [CrossRef] [PubMed]
38. Uroz, J.; Luo, M.R.; Morovic, J. Perception of colour difference between printed images. In Colour Science:
Exploiting Digital Media; MacDonald, L.W., Luo, M.R., Eds.; Wiley: Hoboken, NJ, USA, 2002; pp. 49–73.
39. Song, T.; Luo, M.R. Testing color-difference formulae on complex images using a CRT monitor. In Proceedings
of the IS&T and SID Eighth Color Imaging Conference, Scottsdale, AZ, USA, 7–10 November 2000; The
Society for Imaging Sciences and Technology: Springfield, VA, USA, 2000; pp. 44–48.
40. Melgosa, M.; Cui, G.H.; Oleari, C.; Pardo, P.J.; Huang, M.; Li, C.J.; Luo, M.R. Revisiting the weighting function
for lightness in the CIEDE2000 colour-difference formula. Color. Technol. 2017, 133, 273–282. [CrossRef]
© 2019 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access
article distributed under the terms and conditions of the Creative Commons Attribution
(CC BY) license (http://creativecommons.org/licenses/by/4.0/).
